Internal quality control of radioimmunoassays.
A quality control system for radioimmunoassays is described. The system is designed to give a high probability for error detection and a low probability for false rejection by use of a combination of three control samples with different ligand concentration levels. Intra-assay precision profile is also calculated on the basis of deviations between the sample and the standard duplicates.